Late Right Coronary Ostium Occlusion After Percutaneous Aortic Paravalvular Leak Closure: Immediate Results Do Not Always Predict Long-Term Performance.
We present an 83-year-old woman with history of two aortic valve replacements; 2 years after the last replacement, she developed heart failure and severe paravalvular leak (PVL) was detected. Percutaneous PVL closure was completed with a single Amplatzer Vascular Plug III. Two months later, the patient presented with late coronary obstruction requiring emergent surgical revascularization. To the best of our knowledge, this is the first report of late coronary obstruction after percutaneous PVL closure.